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1
ULTRASENSITIVE SPECTROPHOTOMETER
FIELD OF THE INVENTION

The field of the invention is spectrophotometry. Devices
and methods of the invention are applicable to all uses of
Spectrophotometry, i.e., the measurement of light absorption
or Scattering in liquids, gases and Solids, in addition to
absorption, reflection, and Scattering of light at interfaces. A
wide range of Spectroscopic and analytical instruments and
devices may benefit from the invention. Exemplary appli

cations of the invention include Ultra Violet-Visible (UV
Vis), Infrared (IR), Atomic Absorption (AA), circular
dichroism (CD) spectrophotometers, and High Performance
Liquid Chromatography (HPLC).

15

BACKGROUND OF THE INVENTION

A fundamental property of a Sample, be it gas, liquid or
Solid, is its tendency or lack of tendency to absorb or Scatter
light at certain wavelengths. Characterization of the ten
dency of a Sample to absorb, Scatter or transmit is the basis
for spectrophotometry. Example applications include chemi
cal and biological Sample analysis. Other example applica
tions include manufactured product testing and the testing of
air or water quality.
The point of any application of quantitative Spectropho
tometry is the ability to numerically characterize a Sample in
order to discover Sample properties or to differentiate it from
another Sample. Irrespective of the application, the critical
aspects of quantitative Spectrophotometry are Sensitivity,
precision, and accuracy. The Sensitivity of a spectrophoto
metric measurement directly relates to the ability to detect
Small differences between Samples having Similar absorp
tion properties. The greater the Sensitivity, the Smaller the
difference that can be detected. The precision of a spectro
photometric measurement may be considered as a function
of the ability to repeat the same measurement for an identical
Sample at different times. The accuracy of a spectrophoto
metric measurement may be considered as a function of the
ability to correctly determine the numerical measure of the
Sample composition. The latter is critical, for example, when
attempting to quantify an unknown element in a Sample.
Over a given range of concentration, the quantification is
characterized by certain levels of precision and accuracy.
However, below the lower limit of the concentration range,
both precision and accuracy are adversely affected. This
lower limit is the detection limit of the particular spectro
photometric instrument. AS Sensitivity increases, the detec
tion limit decreases. Improvements in Sensitivity, while
retaining high levels of precision and accuracy are desirable.
One known application of Spectrophotometry is spectro
photometric chemical analysis. Consideration of this tech
nology is useful to illustrate the problems encountered when
practical devices are used to measure light absorption.
Spectrophotometric chemical analysis is a Standard method
for the determination of concentrations of light absorbing
Substances in liquids and gases. If Solutions are Studied, the
Substances are referred to as Solutes. In practice, the quantity

measured is the Absorbance (A), which is defined by the

25

it is often referred to as an “Absorbance'. Absorbance values

referred to in this application concern the absorbance values
as defined by the Beer-Lambert Law, a quantitative mea
Surement.

35

40

Others have recognized Some Sensitivity limits in spec
trophotometry and Some attempts have been made to reduce
noise. Different spectrophotometric devices will have dif
ferent limits. The Sensitivity limits vary depending on the
Spectral region in question. Consider a UV-Visible Scanning
instrument, of the type that is widely used for chemical
analyses. This instrument uses a Tungsten lamp Source to
cover the visible range. The detectors are either photodiodes
or photomultipliers. The generally accepted Standard noise

Specification (Absorbance Standard deviation) for high qual

ity commercial units is OA=5x10 AU (at 500 nm

wavelength, 1 Sec time constant). There is Some miscon
45

50

ception that this noise originates in the detectors as shot
noise. However, with the use of a light meter equipped with
a Silicon photodiode detector, it is easy to monitor the power
output of a Tungsten lamp with a regulated power Supply in
a laboratory Setting. Analysis of Such results obtained by us
shows that the Relative Noise Standard Deviation, O/V, is

about 5x10, which (from the Beer Lambert Law) equals a

noise level Standard Deviation of about 2x10 AU, similar
to the commercial noise level Specification. Also, this noise
is independent of the light power received by the detector in

55

contrast to the basic characteristics of shot noise. Of course,

other light Source types will have different noise character
istics.

Furthermore, this noise level is about 100-fold greater
than the calculated shot noise with detector current of 1-2
60

tlA, as in the present embodiments. Thus, Source noise is a
more important factor than detector Shot noise in determin
ing Spectrophotometer Sensitivity. That Source noise limits
performance was recognized by Haller and Hobbs. See, K.
L. Haller and C. D. Hobbs, SPIE Vol. 1435, pp. 298–309

65

(1991).

Beer-Lambert law as A=-log T, where T is the Transmit
tance. The Absorbance, which is given in Absorbance Units

(AU), is proportional to C, the concentration of the absorb

ing Substance by the relationship A=eLC, where L is the
length of the light path through the Sample and e is a
proportionality constant called the Absorptivity, which is
Specific to the absorbing Substance. In order for the equa

2
tions to be valid, terms A and T must relate only to
absorption of light by the solute. Correction must be made
for any interference, i.e., absorption other than that attrib
utable to the Solute. In practical devices, that type of
interference can arise from various Sources Such as
absorption/Scattering attributable to the Solvent or light
reflected by portions of the device being used to measure
absorption.
Spectrophotometers generally include a controlled optical
System, a Sample, detection System, and means for data
analysis. The optical System produces a controlled beam or
beams to pass through the Sample or Samples and then be
collected by detectors. Detector outputs, which are propor
tional to the light powers, are then used for data analysis. A
typical Spectrophotometer has a dual beam optical System
and is equipped with two cells, designated Sample and
Reference. The power of light emerging from the cells
results in detector currents, is and i, which are converted to
Voltages, Vs and V, respectively. For the precise measure
ment of A, interference corrections are performed by making
two separate determinations. First, the ratio Q=Vso/Vo is
determined with pure solvent in both S and R cells. Second,
the ratio Q=V/V is determined with solution in the S cell
and pure solvent in the R cell. Thus, one calculates T=Q/Q
and A=-log T. Care must be taken when discussing the
Absorbance because Some Systems give a response that is
not identical to A as defined herein. Such a response may be
useful as a qualitative indicator for monitoring purposes and

Where Source noise is determined to be dominant, Steps
can be taken to reduce the noise. Use is made of the fact that

US 6,741,348 B2
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similar to the Hobbs circuit, but it can also provide bias so
that the background output can be adjusted to Zero Voltage.
However, the bias voltage would have to be continuously
adjusted to maintain balance over a broad wavelength range.
Such noise cancellation techniques will have applicability
in Special applications to cancel coherent noise. While it is
possible to use either of the circuits described above (or
others) to cancel coherent Source noise in special
circumstances, general Spectrophotometry as used for rou
tine chemical analysis and Similar applications presents
additional problems. Generally, the wavelength of the Source
must be variable, So that a laser cannot be used in general.

3
Source noise is coherent in the two beams of a dual beam

Spectrophotometer, in which case, it is known that at least
Some of the noise can be canceled. Various noise cancella

tion circuits have been proposed. The detector circuit of

Hobbs (U.S. Pat. No. 5,134,276) has been cited in the patent

literature and elsewhere. Noise cancellation occurs because
the Source and reference currents are balanced at a node in

the circuit. To accomplish this, the reference current is
divided by use of a differential transistor pair that acts as a
current splitter. The differential voltage controls fractions of
current through the two legs of the current splitter acroSS the
transistor bases. Current balance can be achieved manually
by applying an external differential Voltage or it can be
achieved automatically by use of a feedback loop to Supply
the differential Voltage. The circuit has been used as a means
to cancel laser noise both in communications and Spectro
photometric applications.
The Hobbs circuit is also used for noise Suppression in a
capillary Separation System, See Yeung et al., U.S. Pat. No.
5,540,825. A laser is used to monitor liquid flowing through
a capillary, So that when a light absorbing Substance enters
the region of the capillary being monitored, it can be
detected. A commercial detection System was replaced with

15

SUMMARY OF THE INVENTION

25

To use the circuit of Hobbs, one measures the Voltage

output, LOGO=K ln(ig/is-1), where K is a proportionality
constant. Thus knowing K, one can calculate Q=is/i from
LOGO. K may be readily adjusted since it is determined by
resistors in a Voltage divider network. The automatic balance
feature of the circuit makes it very convenient to use.
However, there is one disadvantage that may not be imme
diately obvious, which has to do with the properties of the

term ln(ig/is-1). This function becomes infinite as is eis, so
that a Sufficient imbalance in detector currents is necessary
for proper operation. Depending upon the size of the
imbalance, it may be necessary to measure Small changes
Superimposed on relatively large Voltages. For example,
with electronic components values as given by Hobbs, and
with a Tungsten Source, and Silicon photodiode detectors,
typical values for Reference and Sample detector currents
are 2.5 uA and 2 uA, respectively, and LOGO is 1.470089

35

40

V. If the Sample current is reduced by 1 ppm (1 part in 10'),

LOGO is 1.470077 V. In this example, the numbers show

LOGO must be determined to 7 Significant figures (accuracy

of a few parts in 107) in order to measure an Absorbance of
10. This is a potentially significant disadvantage because

45

of potential tracking errors and digitization requirements.

The term ln(ig/is-1) becomes Zero as is >2 is, So that it

is possible to make LOGO small by adjusting the beam
intensities to a ratio of 2:1. This is readily accomplished
when measurements are made at a single wavelength or over
a very Small wavelength range, as with laser Studies of
Haller & Hobbs. However, for general purpose
Spectrophotometry, measurements are made over a large
range of wavelengths, as with a Scanning instrument or
multiple filter unit. In this case, the varying Splitting ratio of
the beam splitter, which is strongly wavelength dependent,
will ensure that LOGO will be large over some portion of the
wavelength range, which can give rise to the measurement
limitations relating to tracking errors and digitization
requirements discussed above. Haller and Hobbs also rec
ognized that the experimental apparatus required to perform
high Sensitivity Spectrophotometry is Subject to Serious
noise and drift problems.
Another noise canceling circuit is described by He in U.S.
Pat. No. 5,742,200. This circuit functions with feedback

Thus, there remains a need in the art. The present invention
SeekS to improve upon the State of the art of Spectropho
tometry.

the circuit of Hobbs, and noise reduction was obtained. A
commercialized version of the Hobbs circuit is sold under
the Trade Name “Nirvana.

Also, once the Source noise is cancelled, thermal noise/drift
becomes dominant, as will be described in detail below.

50

55

60

65

The invention concerns improvements in Spectrophotom
etry. Aspects of the invention may be used independently or
together to increase the Sensitivity of Spectrophotometry.
Exemplary preferred aspects and embodiments of the inven
tion will be briefly summarized now.
One aspect of the invention is a Spectrophotometer detec
tion circuit. In this aspect of the invention, currents attrib
utable to reference and Sample beams are cancelled in the
current mode. The detection circuit produces a first voltage
proportional to the difference in currents and a Second
Voltage proportional to one of the reference or Sample
beams. Both Voltages are available to allow Simultaneous
measurement and analysis. Another aspect of the invention
is a unique beam splitter configuration, which uses three
beam Splitters to ensure that the relative powers, phases, and
polarizations of two beams derived from a Single light
Source remains constant over a range of wavelengths.
Another aspect of the invention concerns thermal Stability.
According to the invention, thermal conductivity is estab
lished among the housing and optical System components to
promote equilibrium. One preferred embodiment has a uni
tary Solid metal housing with a hollowed portion defined to
mount and place optical System components. An additional
aspect of the invention concerns optical filtering of the
Spectrophotometer Source beam. In a preferred embodiment
Spectrophotometer, the optical Source is isolated by making
it external to other device components, and feeding the beam
in through an optical fiber. Partially polarized light emerges
from the optical fiber. The inventors have recognized depen
dence of the polarization effect upon ambient temperature,
and the resultant potential differential drift in the optical
System. A preferred embodiment spectrophotometer uses a
holographic diffuser to reduce dependence of the beam
Splitting ratio upon varying polarization.
Recognition and identification of important noise Sources
in Spectrophotometers forms an aspect of the invention
contributing to the features and combinations of features in
preferred embodiments. Many noise Sources would not
normally be considered in conventional Spectrophotometry
because the magnitude of particular noise Sources dominates
device performance. Thus, another aspect of the invention
addresses the potential interferences caused by airborne
particulates in the beam paths, bubbles and Suspended
particulates in liquids under Study, and changing tempera
ture at the glass/liquid interfaces in liquid cells. Another
aspect of the invention addresses the potential interference
caused by light reflected from the Surfaces of the detectors.

US 6,741,348 B2
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BRIEF DESCRIPTION OF THE DRAWINGS

B. Transmittance Measurement with Cancellation of
Coherent Noise and Shot Noise Limit Embodiments.

Other features, objects, and advantages of the invention
will be apparent to those skilled in the art by reading of the
detailed description in View of the drawings, of which:
FIG. 1 is a top schematic view of a preferred embodiment
Spectrophotometer with its cover removed;
FIGS. 2A and 2B illustrate preferred embodiment detector

Noise cancellation requires that a specific formalism be
given for implementing the cancellation in Such a way that
the Absorbance can be determined. For our invention, we

introduce a new variable V=Vs-V. Thus, the term to be
measured, Q=V/V, is expressed as Q=V/V+1 and the
coherent noise cancels in the measurement of V. Since the

circuits,

relative noise levels are identical in the two beams, the

cancellation becomes exact as Vs eV. The relative noise in
the measured value of V is unchanged, and the measure

FIG. 3 illustrates a preferred embodiment liquid cell;
FIG. 4 illustrates the noise level in Absorbance units

ment errors propagate to give a standard deviation: O-IV/
VI(oV/V,)+(oV/V)'''. In practice oV/V-10°

exhibited by a Perkin-Elmer 2-14 UV-Visible Spectropho

tometer (prior art) at 633 nm wavelength using 1 S. time
constant,

FIG. 5 illustrates the noise level in Absorbance units

15

exhibited by an exemplary experimental prototype at 633
nm wavelength using 0.3 S. time constant;

because although the Source noise contribution to V, can be
made Small, OV, itself can only approach a limit dictated by
other Sources of noise, Such as shot noise, and Since OV/

V-10, (OV/V,)>>(OV/V). Thus: Oo-(OV,/V). In

principle, all Sources of noise can be minimized down to the

FIG. 6 illustrates results of an Absorbance test of 5x10'

fundamental level of the incoherent shot noise of the

M Nile Blue in Methanol by an exemplary experimental
prototype at 633 nm wavelength using 0.3 S. time constant,
with use of its 0.2 um liquid Sample filter;

detectors, in which case OV-2"f Osor, and O-2'

FIG. 7 illustrates the results of measurements made on a

detectors. The Standard Deviation in Transmittance is given
by O-2 T Osor/VR.
Some principles of the invention have been demonstrated
in experimental prototype devices. These experimental
devices and measurements will be discussed to help illus

(Osor/V). Osor is the noise produced by a single

detector, so the factor 2]' appears because there are two

5x10' M solution of Nile Blue in Methanol by an exem

plary experimental prototype without use of its 0.2 um liquid
sample filter at 633 nm wavelength using 0.3 S. time

25

constant,

trate the invention, while the invention is not limited thereto.

FIG. 8 illustrates results of measurements made on an

Performance increases beyond the prototype performance
are also to be expected because, in a given application of the
invention, Specially manufactured components may
increase, for example, fit and tolerances compared to the
one-time built exemplary prototypes.

optical quality quartz. Slide coated with a Submonolayer of

the dye Nile Blue, approx. 1.2x10' molecules/cm at 633

nm wavelength using 0.3 S. time constant;

FIG. 9 is a top view (cover removed) of a second preferred
embodiment for multiple wavelength measurements, and
FIG. 10 is a top view (cover removed) of an exemplary
preferred embodiment for an airborne particle detector.

35

Some embodiments of the invention Seek to realize this type
of reduction by applying a combination of the aspects of the

DETAILED DESCRIPTION OF THE
PREFERRED EMBODIMENTS

The invention is broadly directed to increased sensitivity
in Spectrophotometry. In illustrating principles of the
invention, part of the discussion will include reference to an
experimental prototype device. Artisans will appreciate that
the invention is not limited thereto, however. Broader

aspects of the invention include identification of noise
contributing components in Spectrophotometry and the
Select Set of preferred features in a given embodiment.
I. Sensitivity in Spectrophotometry

invention, i.e., individual Solutions to all identified Sources
40

invention have exhibited noise levels very near the shot
noise limit.
45

50

55

Since the Voltage outputs are of Similar Size

(VsVs Vos Vs), the standard deviations are also of Simi
lar size (OVsOVssOVosoVso). In addition, if we are

measuring Small Absorbances, T's 1, and we conclude: Os2

II. A First Preferred Embodiment Spectrophotometer Includ
ing a Preferred Combination of Features for Noise
Reduction/Increased Sensitivity.
A first preferred embodiment spectrophotometer is illus
trated in FIG.1. The spectrophotometer of FIG. 1 embodies
multiple inventive aspects, including an identification of
noise Sources and methods for addressing noise Sources. The
overall embodiment provides a useful framework to illus
trate aspects of the present invention, which artisans will
understand are broader than and applicable outside of the
FIG. 1 preferred embodiment. The FIG. 1 preferred embodi
ment device, for Simplicity of illustration, is a single
wavelength, filter unit that operates in the Visible range with

an Incandescent Source (Tungsten lamp).

60

(oV/V)s4x10 AU, which is very close to the commer
cial specification, 5x10 AU, as stated above.

of noise. In these preferred embodiments, Such a reduction
will only be realized after all important Sources of noise are
identified and minimized. Preferred embodiments of the

A. Detection and Evaluation

A method to increase the Sensitivity of spectrophotometry
begins with the identification of the noise contributing
components. Source noise has been identified in the prior
art, as mentioned above. Another factor limiting the Sensi
tivity of conventional Spectrophotometers results from the
conventional method used to evaluate Q and Qo. In typical
units, reference and Sample Voltages are measured
independently, and experimental errors propagate Such that
the standard deviation in T is given by:

Under our experimental conditions, Osors1.7x10'2.0x107 AU. Thus the potential reduction of noise when a
Tungsten light Source is used is of order: OV/Ostors 10.

65

The general beam path in the FIG. 1 preferred embodi
ment is the typical dual beam configuration used for Spec
trophotometry. Light from a Source 102, e.g. a Tungsten
lamp, passes through two broadband optical filters 104,106
and is carried by a light guide 108, preferably a fiber optic
cable to the instrument. The light guide 108 has a low
thermal conductivity, to avoid heat transfer from the light
Source into the device and is attached via a Sealed mount

110. The mount 110 is sealed to prevent dust and stray light

US 6,741,348 B2
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from entering the housing. The mount 110 is directly
attached to an interior Surface of housing wall 112.
This serves to isolate the light source 102. The particular
choice for the type of light Source will depend upon the
Specific application. The invention can be implemented over
the entire spectral range from the UV to the Far IR, and the
light Source may be chosen as appropriate. Additional exem
plary Suitable light Sources include the following: argon
lamp, Xenon lamp, hydrogen lamp, deuterium lamp, tung
Sten lamp, arc lamp, hollow cathode lamp, Nernst glower,
nichrome wire, globar, lasers. The light Source 102 is made
external as a means of thermal isolation from other compo
nents of the preferred spectrophotometer.
The light Source is usually capable of creating Significant
heat that can be transferred into the optical and detector
portions of the spectrophotometer. The hot light source 102

8

15

is external to minimize conductive heat transfer to the

instrument, allowing convective heat transfer into the Sur
rounding environment instead. In addition, a thermal insu
lation layer 113 minimizes heat transfer from the surround
ing environment to the preferred spectrophotometer. The
filters 104 and 106 preferably include both ultraviolet and
infrared cutoff filters to narrow the energy range of trans
mitted light so that “cold” light is produced and heat transfer
by radiation is limited.
The preferred fiber optic light guide 108 has a polarization
ratio that is Sensitive to position and curvature of the fiber
core. The guide fiber optic cable 108 is attached to mount
110, which contains a holographic diffuser 114 to reduce
polarization, and aperture 116 to reduce the actual Source
diameter to a size, e.g., /s" for better collimation and
focusing.
An emergent beam 118 passes through a second aperture
120 in a wall 122 and is collected and refocused by a double
convex lens 124 configured with a 1:1 conjugation ratio.
After passing through an interference filter 126 in a wall
128, a narrow band emergent beam 130 passes through a
plano-conveX collimation lens 132, which produces a col

25

(sample or reference) beam. Alternative potential detectors

35

limated beam 134. The diameter of the collimated beam 134

is designed to be Smaller than the open optical aperture of

40

lenses 144 and 146. The lenses 124 and 132 are held in

thermal capacity. In an experimental prototype, the base was
% inch solid steel and mounts 123, 135,137, 141, 154, and
45

A dielectric beam Splitter 136 produces, along Separate

paths, a transmitted (Sample) beam 138 and a reflected
(Reference) beam 140, which is further reflected by a mirror

142. Beam splitter 136 is held in a brass holder fabricated by
us and mirror 142 is held by a commercial adjustable holder,
supported by optical mounts 137 and 141, respectively.

50

These mounts have similar structure to mounts 123 and 135,

with large heat capacity. The dielectric beam splitter 136 has
a beam splitting ratio that is Sensitive to the polarization of
the incident beam 134. For example, for a dielectric beam
splitter with average 60% transmission and 40% reflection,
the transmission is only 42% for S-polarized light but is 76%
for p-polarized light. Light emerging from a monochrometer
or optical fiber is partially polarized and the polarization
ratio is Subject to thermal and mechanic drift. In an exem
plary experimental prototype of the invention, the optical
fiber 108 had ys" core diameter. The polarization ratio is very
Sensitive to the position and curvature of the fiber core.
Changes in the room temperature can easily cause changes
in the relative differential Voltage ratio V/V, which is a
measure of the imbalance between the two beams, of order

10 or larger. Passing the light emerging from the fiber

include, for example: photomultipliers, phototubes,
photocells, charge transfer conductor, thermocouples,
bolometers, pyroelectric cells, and infrared detectors. The
circuitry produces output Voltages, which are fed through
the housing 112 to a digitizer 190 and analysis circuit 192,
realizable, for example, with a computer.
Athermally conductive circuit is established among inter

nal components through a base (not shown) having a large

commercial optical holderS mounted on thermally conduc
tive mounts 123 and 135, respectively. The mounts have a
large thermal capacity. A Solid metal block is preferred for
these mounts.

optic through the holographic diffuser 114 reduces the
polarization ratio by a factor of 100. Thus, the polarization
is essentially completely Scrambled and the beam splitting
ratio is much less susceptible to thermal drift so that differ
ential Stability is increased. The inventors also found that a
traditional glass diffuser with roughened Surface is not
effective because it does not provide Sufficient polarization
Scrambling.
The sample 138 and reference 140 beams pass through
focusing lenses 144 and 146 in a wall 148, and focused
beams 150 and 152 enter a sample cell holder 154 and a
reference cell holder 156, respectively. The sample holder
154 is in a compartment 160e and the reference holder in a
compartment 160d. The two chambers are separated by a
wall 162. The balance of the beams is facilitated by the
overall thermal stability features of the preferred
embodiment, and the optical System in general, including the
dielectric beam splitter 136. To help balance the two beams,
the power of the reference beam 152 can also preferably be
attenuated by adjusting a high precision optical attenuater
164. The attenuator includes a mount 166, a precision
michrometer-type screw 168 and a thin rod 170. The beams
continue through focusing lenses 172 and 174 mounted in a
wall 176 and are collected by detectors 178 and 180, which
are mounted in thermally conductive housings 182 and 184,
respectively. The detectors are preferably mounted at 45
angles to the incident light directions within housings 182
and 184. Thus, light beams 186 and 188 reflected by the
detector Surfaces remain trapped inside the housings in light
traps 194 and 196, respectively. The photodiode detectors
produce photocurrents, which are fed to a detector circuit
189. An appropriate detector will produce a current that
Varies in precise proportion to the power of an impingent

55

156, and the various walls and outer housing were attached
directly thereto. The base and an unshown top cover and the
housing Outer wall 112 form a conductive heat transfer
circuit with internal components. The cover, base and wall
112 are insulated from the environment, for example, with %
inch commercial installation 113. This slows the response of
internal temperature to a change in the outside environment.
The internal thermal conductivity promotes equilibrium
among internal components.
A preferred embodiment detector circuit is shown in FIG.
2A. An exemplary experimental prototype circuit according

to the preferred FIG. 2A (top) embodiment was made with
inexpensive, commercially available components.

In FIG. 2A, currents from the Sample (S) and Reference
(R) photodiodes 178 and 180 (FIG. 1) are represented as
60

constant current sources 200 and 202, respectively. The
photodiodes are configured So that the difference in their
photocurrents appears at a node 204. A converter 208

(including A208, R208, and C208) converts the S photocur
rent 200 to a voltage, which is fed to one end of a potenti
65

ometer P209. A converter 210 (including A210, R210, and
C210) converts the R photocurrent 202 to a voltage, which
is fed to the other end of the potentiometer P209. The output

US 6,741,348 B2
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voltage from converter 208 is negative, while that from
converter 210 is positive, so the full voltage difference is
dropped across P209. This voltage will follow the DC power
of the light Source, and it will also contain noise and drift
components of the light Source. The polarity and magnitude
of the output voltage from P209 varies with the position of
the potentiometer. For example, Voltage can be varied con

by the shot noise of the detectors, not by the Source noise as
described above.

For measurement of large Absorbance values, noise can
cellation is not required and the Transmittance can be
obtained from the outputs of the 208 and 210 directly. For
large Absorbances, diodes D212 limit the Voltage output for
difference amplifier 212. This controls interference relating
to drift in the output of the difference amplifier 212. In
experimental prototype devices, we have observed that, for
a period of time after the difference amplifier produces an
output of the order of volts, it is subject to drift, and this
interferes with the accurate measurement of Small V, values
at output 216.

tinuously from K V (which is positive) through Zero to K
V (which is negative). The constants are K=R212/R210,
and K'-R212/R208. This voltage from P209 is fed back as
a current through a feedback resistor R211 to the node 204.
The feedback current precisely tracks the light Source power,
and its magnitude and polarity is determined by the values

of several components (R208, R210, P209 and R211). Thus,
addition of this feedback current to node 204 has the effect

15

of increasing the magnitude of either the S photocurrent or
the R photocurrent, depending upon the setting of P209.
With this provision, careful adjustment of the feedback
current by use of potentiometer P204 allows the S and R
photocurrents to be balanced So that the Source noise can be
cancelled to a high degree. If the S photocurrent is greater
than the R photocurrent, P209 is adjusted to give the
required positive Voltage output, and Vice versa. Component

is available as the output voltage of 216 divided by G, the
gain of the amplifier 216, V is the output of 210 divided by
the factor K, and Vs is the output of 208 divided by the factor
K. V., Vs and V are available as Separate output voltages
So that V, and either V or Vs can be measured
Simultaneously, which is necessary to avoid error attribut
able to source drift. Source power drift must be considered

values are chosen to make the feedback current of Suitable

size to allow the S and R photocurrents to be balanced. In
our prototype embodiment, after coarse photocurrent bal

25

required feedback current was less than 1% of the S
photocurrent, and a very Small degree of photocurrent imbal

ance (e.g., 10) was easily attained. Because the degree of
imbalance in the circuit, 10 imbalance is more than
Sufficient to allow detector shot noise performance to be
attained. In our exemplary prototype embodiment, 10
Source noise cancellation equals the degree of photocurrent

35

is a wall-mounted attenuator 164 (FIG. 1) that can impinge
40

machine Screw 168. The Screw 168 was mounted near the
direction. The end of the screw is turned down to a small rod
45

1 part in 10. Second, the photocurrent input to 212 (FIG.2)

50

(FIG. 2), as described above. With the electronic adjustment
capability, the photocurrents can be balanced to better than

1 part in 10. By making the time constants of the feedback

loops similar to the rise time of the detectors, tracking error
in the Small balance current is minimized. Except for the

55

very small amount of current (<2%) supplied through R211,

none of the current from either detectorS is Subject to
electronic filters which could attenuate the high frequency
components of the Source noise. This ensures the fast
response required for accurate noise cancellation. In
60

Simplest and most accurate method. The output of the
difference amplifier 212 is fed through a low-pass filter 214
fier 216 with gain G to produce and output difference Voltage
GV,. The standard deviation of output GV, is determined

170, 1 mm diameter by 5 mm length. The position of the fine
rod can be accurately adjusted with the fine Screw thread.
This Screw, which provides a relatively coarse adjustment,
can be used to balance the photocurrents is and is to about
can be nulled electronically by adjusting potentiometer P209

(including A212, R212, C212, and D212). This is the
(including R 214 and C214) to an additional voltage ampli

in the reference beam path to attenuate the reference beam.
In the exemplary protoype, a wall mount 166 mounts a 4-40
edge of the beam, on an axis perpendicular to the beam

cancellation is achieved. The Source noise cancellation is
done in the current mode at node 204 So that S and R

photocurrents are directly subtracted. The difference is then
converted to an output Voltage at the difference amplifier 212

ment to fine tune the beam balance. If the beams are near

balance in the overall design of the unit, there are two
preferred means to adjust the degree of balance. First, there

detector currents must be first balanced with solvent in both

Sample and Reference cells. Following this, a measurement
is made with analytical Sample in the Sample cell. Since the
balancing need be done only once, P209 can be a simple
potentiometer as shown in both FIGS. 2A. and 2B. However,
for Absorbance measurements made over a range of
wavelengths, as with a Scanning unit, the detector currents
must be balanced at multiple wavelengths, with Solvent in
both Sample and Reference cells. This will in general
require a different setting of P209 at each wavelength, so
that when the Spectrum is Scanned with the analytical Sample
in the Sample cell, the setting of P209 will have to be
changed prior to measuring each data point in the Scan. Each
P209 setting will correspond to the value that ensures
balance at that particular wavelength. To accomplish this,
P209 can be replaced with a computer controlled digital
potentiometer, with the Settings for every wavelength Stored
in memory.
In the balance condition, the total current at the input of
a difference amplifier 212 approaches Zero and Source noise

because both V, and V (or Vs) are directly proportional to
Source power. If V and V (or Vs) are not measured

Simultaneously, their ratio will vary as the Source power
changes between the times of measurement of the two
Voltages. However, with Simultaneous measurement, the
Source power dependence cancels.
The correction performed in the detector circuit is aided
by an optical balance, which can be positioned in either the
Reference or Sample beam, or in both beams. The overall
design of the optics should assure a near balance in the
beams. A preferred feature also introduces a balance adjust

ance by means of optical attenuator 164 (FIG. 1), the

photocurrent imbalance is Sufficient to ensure shot noise
limited performance.
For Absorbance measurements at a single wavelength, the

For VDIVs, Absorbance determination requires mea
Surement of Q=V,/V+1 and for V.<Vs, Absorbance
determination requires measurement of Q=1-V/Vs. V,

65

addition, the main bulk of the detector currents does not flow

through any electronic components. Finally, by making
resistor R211 fairly large, additional noise produced because
of its presence in the input circuitry of the difference
amplifier will also be very small, experimentally found to be
below the detector shot noise. The output of the difference
amplifier 212 can be made small, of the order of 10 uV, by
accurately balancing the beams electronically. In experi
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ments with the exemplary experimental prototype, we Set
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incidence could easily occur due to temperature induced
expansion and twist of the beam splitter holder. The mag
nitude of any change that actually occurs will Strongly
depend on the Structure and material of the beam splitter
mount. The relatively large mount 137, made from a solid
steel block provides both thermal and mechanical stability.
Abeam splitter holder in the experimental prototype was 72"
thick brass plate, 3" high and 3" wide.
The interference filter 126 used in the exemplary experi
mental prototype had a temperature coefficient of 0.023 mm/
C., while the wavelength dependence of the differential ratio

this output to order 10° uV, so that with G=100 for amplifier
212, V, was of order 10 mV. Both sample and reference
outputs, KVs and KV need be of Sufficient size to provide
required feedback current to null the photocurrent input.
However, the required voltages are less than 1 V in the
preferred embodiment. This obviates the need for high
resolution digitization.

The circuit shown in FIG. 2A is Suitable for use with a

Scanning instrument, where the light wavelength is continu
ously varied while taking data. Prior to making the mea
Surement at each discrete wavelength, the beams must be
balanced as described above. Since the relative powers of
the Sample and Reference beams are expected to change
over the wavelength range Scanned, the ability to change the
Sign of the feedback current is a desirable feature, which is
included in this circuit. A Second preferred embodiment

V/V is 5x10"/nm for the dielectric beam splitter 136.
This gives a composite coefficient of 1x10/°C.

15

minor effect on V/V, about 6.2x10 / C. at a 45° angle

of angle of incidence. This is caused by temperature induced
changes in the refractive indices of the optical materials

detector circuit is shown in FIG. 2B, where common com

ponents are labeled using the FIG. 2A reference numerals.
This circuit is Suitable for use with a unit operating at a
single wavelength, as with a filter instrument. With this type
instrument, it is not necessary to change the sign of the
feedback current, Since the measurement is made at only one
wavelength. In FIG. 2B the balance current, derived from
either the Sample or the Reference, is selected by a Switch
206, So that only a single polarity current is available at any
given time, depending upon the Setting of the Switch 206.
Our laboratory studies resulted in a discovery that after

used.

For applications involving the use of liquid Samples, the
effect of temperature on the reflectivity of the two solid
liquid interfaces at the windows of liquid cells positioned in
the cell holders 154 and 156 was identified as a factor
25

the Source noise is cancelled thermal drift becomes domi

nant. Accordingly, another aspect of the invention is limiting
thermal drift in the differential light power ratio. Preferably,
thermal drift in the differential light power ratio, AP/P=

(PS-P)/P is limited to below 10° during the data acqui

Sition period, which could be as long as 15 min in certain
practical applications of the invention or aspects thereof.

35

The relative differential voltage ratio V/V=(Vs-V)/V is

Temperature changes will also cause the dark current of
the two detectors 178 and 180 to change. Because of the
configuration of the preferred embodiment detector circuit in
40

assure a high degree of differential Stability. In particular, we
Sought to reduce temperature drift So that thermally induced
changes in V/V in the first embodiment will be of the

45

The preferred selection of identified factors given below
become important when it is desired to measure light power

changes on the order of 10. Since these factors have little
10" or larger, the importance of thermal stability has not

50

been generally appreciated. The analysis of thermal drift
requires use of a number of thermal coefficients. Literature
values were used for thermal coefficients when available;
55

is 6x10 per degree. This means that a change in the angle
change about 6x10'. Such a small change in the angle of

maximum allowable thermal drift rate consistent with a

measurement of 1x10 AU is approx. 0.001° C./min.

to the invention.

of incidence of only 0.001 degree will cause V/V, to

V/VR.
An optimization goal for a preferred embodiment design
was Set forth based upon experimental observations, and by
considering that a reasonable time is needed for making a

measurement (up to 15 min). The inventors estimate that the

otherwise reasonable estimates of the coefficients were made

The beam splitter 136 is the most likely optical compo
nent for producing differential instability. In addition to the
polarization of the incident beam 134, the Splitting ratio is
also very Sensitive to the angle of incidence and the wave
length of the light. The incident angle dependent of V/V,

mismatch, residual dark current could be as large as 150 pA.
The temperature coefficient of the dark current is 115%/ C.,
which could translate to as much as 172 pa/ C. in the
differential dark current. In the exemplary experimental
embodiment, photocurrent is in the order of 2.0 uA.
Therefore, the detector dark current creates a potential drift

rate of 8.6x10/°C. in the relative differential voltage ratio

impact on one’s ability to detect power changes of order

by us. In Some cases, the required coefficient was obtained
by direct measurement. A first aspect of this portion of the
invention involves the Selection of components to address in
the optimization of practical spectrophotometers according

FIGS. 2A and 2B, the dark currents of the detectors 178 and
180 tend to cancel. However, mismatched detectors can
reduce the cancellation effect. In the case of a Severe

order 10 or less over the measurement interval. This is
consistent with overall noise at the detector shot noise limit.

contributing to thermal drift. For example, the temperature
coefficient of the reflectivity of a silica/methanol interface is
-1.45x10/° C. This translates to 2.9x10/° C. in the
relative differential Voltage ratio Since each cell has two
Surfaces, which introduces a factor of 2. The much larger
thermal coefficient for reflectivity at Solid/liquid interfaces is
due to the much larger coefficient of thermal expansion for
liquids. This type thermal drift may not be cancelled com
pletely by using two identical liquid cells if the liquid in the
Sample cell is frequently changed. This is because the
temperature stability of the sample cell will be adversely
affected each time the liquid is changed, whereas that of the
reference cell will not be so affected.

the experimental measure of AP/P, So that what is of
concern experimentally is differential Voltage Stability. For
the first preferred embodiment, a number of design features

were identified and selected to limit thermal drift and to

Temperature changes will also cause changes in the
reflectivity of the beam splitter 136 which in turn have a

60

Experimentally measured temperature drift rates at Several
positions inside the housing of our experimental prototype
embodiment were made using precision thermistors and
observed thermal drift rates are at or below this preferred
limit.

65

Another aspect of the invention is thermal Stabilization of
components. Primary passive thermal Stabilization in
embodiments of the invention has two aspects. Within the
housing, components are made from materials having a high
thermal conductivity, e.g., Solid aluminum, Steel, brass and
other metals. Heat transfer among internal components
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promotes thermal equilibrium within embodiments of the
invention. Insulation against outside environments is
another aspect, which protects the instrument against
changes in the Surrounding environment by slowing a
device's response thereto. A thick base plate having a large
thermal capacity is provided, e.g., a thick base plate made of
% inch Stainless Steel plate, as a foundation for heat transfer
among internal components. Bulky metal optical mounts
also provide a large thermal capacity and great mechanical
Stability. In the exemplary experimental prototype, the
mounts were solid steel blocks approximately 34" thick
mounted directly to the base plate. In the exemplary experi
mental prototype, the heat capacity of the entire instrument

(FIG. 1) was about 25 kJ/ C. The entire housing is thermally

shielded with a layer of /2 inch commercial insulation
material 113. This acts to slow the response of the device to
changes in the Surrounding environment. AS mentioned
above, in the exemplary experimental prototype, the interior
thermal drift rate was measured at 0.001 C./min or less,
which according to the analysis, indicates a capability of

15

of Absorbances below 5x10 AU.

Any type of contaminant or particulate in the paths of the
beams through the Sample or reference will cause an inter
ference. AS used herein, contaminants and particulates have
been identified to include, for example, bubbles, dissolved
gases, and dust. For example, if the beam croSS-Section in

detecting a light power change of 1x10 AU (Absorbance

units) measured over a period of 15 min. In the preferred

embodiment of FIG. 1, the compartmentalized structure and
wall mounted components also promote thermal Stability.
The preferred embodiment includes Six Separate compart
ments 160a–160f. Compartmentalization accomplishes mul
tiple benefits that lead to reduced susceptibility to thermal
drift, either directly or indirectly. First, the compartmental
ization allows Some of the optical components to be
mounted on housing walls, which provides good thermal
contact and stability. Walls 122, 128, 148, 162, and 176
facilitate this goal in the preferred FIG. 1 embodiment.
Second, it allows the sample and reference cell to be
optically isolated, which minimizes problems associated
with stray light. This goal is facilitated by walls 148, 162,

25
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and 176. In addition, the interior Surfaces of the walls and

housings are preferably coated with a light absorbing
material, e.g., matte black paint.
Lenses, filters, and mirror, e.g., 114, 124, 126, 132, 142,
144, 146, 172, and 174, are configured to be resistant to
variation of performance due to temperature change. The
mounts for optical components are Solid and bulky. The
large Size is to ensure Stability against thermal expansion.
The holder for the beam Splitter is made quite massive, e.g.,
three inch Square and '72 inch thick Solid metal, to minimize
potential thermal drift. Although the exact temperature coef
ficient is not known for the beam splitter assembly, the
differential drift caused by the beam splitter is definitely

40

In tests, it was determined that due to dust in the air, the
45

traditional cuvette Structure with Stopper is not Suitable for

determination of Absorbances below 5x10 AU, because
50
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between the Surfaces of cells, lenses, and detectors. With

multiple reflections, any Small thermal change resulting in
repositioning of any of the these components could have an

causing airborne particles usually Settled to the bottom of the
Sample chamber within 20 minutes after closing the cham
ber. The presence of airborne dust particles in the Sample
beam was manifested in a Series of positive-going Sharp
Spikes in the Absorbance during testing of the exemplary
prototype according to the first embodiment. The dust peaks
tend to decrease with time as the particles Settle. For
particles in liquids, on the other hand, it usually takes Several
hours for particles to settle to the bottom of the cell because
of Brownian movement. In addition, any temperature
change will tend to reactivate their movement across the
entire liquid cell. This is a serious problem for detection of
very Small Absorbances in liquid Samples. In our testing,

these particles can easily cause a noise as high as 5x10

reflectivity near 20% in the visible region (400–750 nm).

Trapping reflected light from the detector Surfaces has been
determined to be beneficial. Light propogating back toward
the sample holder 154 or the reference holder 156 can lead
to undesired reflection and Scattering. If reflected light is
allowed to propagate back toward the sample or reference
cell holders 154 and 156, multiple reflections can be created

the sample region is about 5 mm (as in the exemplary
particle with cross-section larger than 5um or a diameter
larger than 2.3 um could cause a noise peak greater than
1x10 AU. We found in our investigations that problem
prototype according to the first embodiment), then any

AU.

below 1x10 over a 15 min. period or 6.7x10/ C.

A typical Silicon photodiode detector may possess a

14
In the preferred embodiment (FIG. 1), the angle of
incidence on the detector is 45 So that the propagation
direction of the reflected light is 90 to the incident beam.
The housings 182 and 184 for the detectors mount the
detectors at an angle to direct reflected light beams 186 and
188 into respective light traps 194 and 196. Any angle
between a lower limit sufficient to direct the light into a light
trap and an upper limit that allows all the light to be collected
by the detector may be used. The values for these limits will
be determined by the croSS Sectional areas of the light beam
and detector. The reflected light 186 and 188 is trapped by
the light traps 194 and 196, the inside surfaces of which are
painted black. It was found in the experimental prototype
according to the first embodiment that the detector housing
with reflection control and light traps is important to achiev
ing reproducible results. Trapping the reflected light by the
detector Surface is believed important for the determination

60

dust particles will tend to enter the cuvette anytime during
the process of Washing the cell or changing the liquid.
Furthermore, opening the Sample compartment will tend to
introduce airborne particles into the optical System. A Solid
metal body bored out to create the necessary liquid flow
channels and openings is preferred. The inventors also
identified additional potential noise Sources in addition to
the dust problem. For example, it was determined that the
temperature of the liquid may be different from that of the
cell by Several degrees. Commonly used quartz cells exhibit
relatively Small heat conductivity and accordingly often
need five minutes or longer for the temperature of the liquid
to Stabilize. Another aspect of the invention addresses poten
tial noise from dust/particulates and variation of cell tem

effect that prevents detection of light changes at the 10

perature.

level. The reflection from the detector Surface is controlled

A preferred embodiment liquid cell is shown in FIGS. 3A
and 3B. The cell includes a body 302 made from material
that imparts a large heat capacity and good thermal conduc
tivity and defines a closed liquid delivery system. The body
should also be chemically Stable to most organic Solvents if
applied to a general purpose instrument, while specific

in the preferred embodiment to address this problem. The
preferred manner of reflection control includes aligning the
surfaces of the sample detector 178 and reference detector
180 at an angle that is not perpendicular to the incident
beam.

65
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purpose instruments may be tailored to be resistant to
particular solvents. The chemical stability can further be
improved by coating the inside of the cell with a thin layer
of Teflon or other material. In the experimental embodiment,
a stainless Steel body was used.
Windows 304 and 306, held in place by endcaps 308 and
310 with gaskets, are also made of a material that should be
selected to provide chemical and thermal stability. In the
exemplary experimental prototype, /4" thick optically flat,
fused quartz discs were used as windows. The windows

Solved gases were also identified as potential contributors to
noise. Another aspect of the invention deals with treatment
to removed dissolved gases from liquid Samples. This is
accomplished by a degassing pre-treatment of the liquid
prior to entering the Sample cell, e.g., an ultrasonic treat
ment. Preferably, in practice of the invention for liquids
Samples, both the Solvent and the analytical Solution are
degassed. The degassing removes dissolved gases.
Generally, bubbles will not be an issue with the sample cell
of FIG. 3 when is delivered in the closed system. However,
the degassing would obviously also remove bubbles.
III. Test Results for an Experimental Prototype According to

were held in place by the endcaps (308 and 310) and thin

Teflon gaskets were placed between the windows and the
cell body to Serve as Seals, and between the windows and
two endcaps 308 and 310.
Light enters and exits the cell through ports 312 and 314
and passes through the cell in an interaction region defined
in a path between the windows 304 and 306. The cell has

the First Embodiment
15

three outlets: bottom 318, side 320, and vent 322. The vent

322 maintains internal cell pressure in equilibrium with the
environment. The vent 322 has a fitting 324 connected to

are similar but occur on different time Scales.

tubing 326 (/16 inch stainless Steel in the exemplary experi
mental prototype) and terminated with a filter 328 (1 um
filter in prototype) to prevent dust particles in the air from
entering the System. This vent also preferably contains a
small window 330 through which the liquid level in the cell
can be monitored. This is useful for human monitoring,
though it will be unnecessary in automated instruments. In
an automated instrument the level of fluid can be precisely
controlled by the liquid delivery system 332 and/or there
might be an alternative electronic method for monitoring the
fill level. The chosen level monitoring can be a Sensor, Such
as a conductivity Sensor for example, but must be chosen
carefully to avoid a thermal effect on the liquid. The side
outlet 320 is used for sample injection by sealed liquid
delivery system 332, e.g., a syringe. Outlet 320 is coupled to
the liquid delivery system 332, via a fitting 334 and tubing

25

standard deviation noise level of 2.5x10 AU is indicated,
observed noise level varies between 2.5x10 and 4.5x10
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AU over time. The limited resolution of the digitizer can be
clearly Seen in FIG. 4. The noise is not well described by a
Gaussian distribution, and by close inspection of FIG. 4, it
can be seen that there may be a contribution to the noise
from a relatively slow drift.
A corresponding plot for our exemplary prototype, with

data taken under almost identical conditions (633 nm and 0.3
sec time constant), is shown in FIG. 5. The scale is 100 times
40

smaller in FIG. 5 than in FIG. 4. Comparison of the two
figures shows that the noise level in our exemplary prototype

unit is about 100-fold Smaller than that of the commercial
instrument. With use of a 1 Sec. time constant in the
45

prototype, the noise level would be even lower. In addition,
because of the very low noise level in the unit, the inventors
estimate that it should be possible to measure Absorbance

values approaching 1x10 AU.

The standard deviation noise level in FIG. 5 is 3.0x107

AU and the total shot noise standard deviation from two
50

detectors is calculated to be 2.4x107 AU. Thus, the
observed noise is essentially at the shot noise limit. Since the

source noise is about 2x10 AU and the shot noise is

2.4x107 AU, if the beam imbalance is 1%, the source noise
will be cancelled to the shot noise limit. This shows that
55

critical balancing of the beams is not required and balancing
them to 0.1% should be sufficient to ensure that the Source

noise can be neglected with respect to the shot noise.
B. Second Prototype Test-Liquid Sample of Nile Blue
Solution
60

In this test, the Absorbance of 5x10' M. Nile Blue in
Methanol was determined. A liquid cell constructed accord
ing to FIGS. 3A and 3B was used to house the liquid during
measurement. The cell had a 1.9 cm path length and mea

according to FIG.3, the volume of the cell is about 2.6 cm,

and the optical pathlength of the cell is about 1.0 cm.
Filtering the liquid entering the sample cell of FIG. 3
removes dust and particulates. However, bubbles and dis

A. First Prototype Test-Instrumental Noise Levels
The noise level in Absorbance units exhibited by a
Perkin-Elmer ?-14 UV-Visible Spectrophotometer is shown
in FIG. 4. Data were recorded using the Time Drive capa
bility with the wavelength set at 633 nm and 1 sec time
constant. No Sample or reference cells were present So the
figure represents the fundamental noise of the instrument. A
which is consistent with published noise Specifications of
commercial spectrophotometers. We have found that the

336, and a filter 338 (0.20 um Teflon filter in the exemplary
prototype) to remove any residual particles in the liquid. The
bottom outlet 318 is connected to a controlled drain 340, e.g.
a stopcock, which allows the cell to be drained. The drain is
connected via tube 342 and fitting 344.
The preferred filtering method allows the particulates
inside the cell to be efficiently removed by the wash through
process. In the experimental prototype, it was found that
initialing washing the cell 5 or 6 times was Sufficient to
remove dust particles. In a commercial embodiment, this
type of Washing would occur at device Set-up, for example.
Following this, it remains clean as long as the liquid is
injected into the cell through proper filters. Each filter should
last for quite Some time Since particle concentrations in
“clean liquids to be analyzed in typical instruments, e.g.,
chemical analysis, is likely quite low. The preferred cell in
FIG.3 may remain inside the unit so that the entire structure
can remain closed during measurement procedures, includ
ing the introduction and removal of liquid. In commercial
embodiments directed to liquid analysis only, the cell should
preferably be permanently fixed as a closed System in the
housing accessible by the liquid delivery afforded by the
cell. The overall preferred FIG. 1 embodiment also prefer
ably has a large thermal mass. Using cell materials having a
large heat capacity and exhibiting good thermal conductivity
for the FIG. 3 sample cell is also preferred to maintain
thermal Stability. In the exemplary experimental prototype,

The inventors have tested the experimental prototype to
Verify that the various aspects of the invention will increase
Sensitivity. AS has been mentioned, Specially manufactured
devices according to the invention may produce better
results. Noise is present both as relatively rapid random
fluctuations and as relatively slow drift. Both types of noise

Surement was made at 633 nm with a 0.3 sec time constant.
65

The beams were balanced by a combination of the use of
clear glass Slides for beam attenuation, adjustment of attenu

ator 164 (FIG. 1), and adjustment of P205 (FIG. 2).
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The Beer-Lambert Law states that A=-log T with T=Q/
Qo, which is required to correct for all loss of light other than
that absorbed by the chemical Substance under analysis. The
terms are evaluated as described previously, Qo-Vo/Vo-1
and Q=V/V+1. Since A=-log (Q/Q)=-log Q+log Q, we
can consider the term -log Qo to be a baseline, which is
determined by placing pure Methanol (the solvent) in the
Sample cell and measuring Q. Before the measurement, the
cell must be flushed enough times with pure Solvent to
remove residual impurities, particularly Suspended dust and
particulate matter, from the cell. After Sufficient flushing, Qo
is measured and -log Qo is computed. In principle, the
baseline could be zero. This would be the case for perfectly
balanced Sample and Reference photocurrents So that V-0,
Q=1, and -log Qo-0. In practice, the photocurrents are
Sufficiently balanced only to ensure adequate noise
cancellation, So that V, is Small but non-zero, Qoz1, and
-log Qoz0. Next, after rinsing the cell Several times with the

D. Fourth Prototype Test-Study of Glass Slide with Nile
Blue Coating
A glass slide with a Nile Blue coating was prepared to
check for effects related to airborne dust. The test was

conducted using an optical quality quartz slide coated on
both sides with a submonolayer of the dye Nile Blue, at a
level of 1.2x10" molecules/cm°. The reference was a clear

(uncoated) optical quality quartz slide. Since this is not a

liquid Sample, the problems of dissolved gases and Sus
pended particulates are of no concern. The results are shown
in FIG. 8. The slide was coated to give an Absorbance of
about 0.00003 AU. It is immediately evident that, with the
exception of Some large positive-going noise Spikes, which
are attributed to airborne dust particles, the overall noise is
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are no air bubbles.

Nile Blue Solution, Q is determined with the Solution in the

Sample cell and -log Q is calculated. Finally, the baseline,
-log Qo, is again determined with Methanol in the cell to
assure that there is little or no baseline drift.

The results are shown in FIG. 6. The regions marked “A.”

are -log Qo (baseline) measurements made with Methanol
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the independence of each of the aspects of the first embodi
ment. A second preferred embodiment is shown in FIG. 9
and will be discussed to provide a preferred Solution for a
Second basic type of instrument that is capable of function
ing with a range of wavelengths. The first preferred embodi
ment of FIG. 1 uses a filter, which will allow measurements

baseline A readings equal Zero Absorbance (which is
required by definition) and the Breadings equal the Absor
length, in which all interferences have been removed.
The inventors have observed that when a liquid is mea
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Sured as in FIG. 6, there is additional noise above the
inherent level of the instrument as shown in FIG. 5. We

believe that in order to approach the absolute noise level of
the instrument, three noise Sources must be carefully mini

The results of measurements made on a 5x10' M solution

of Nile Blue in Methanol without use of the 0.2 um filter are
shown in FIG. 7. The pathlength of the cell was 1.0 cm. The
presence of much higher overall noise and large noise Spikes
is evident. Noise attributable to airborne dust particles is not
present in this figure, because the experiment was carried out
by injecting the liquid directly into the cell without opening
the chamber.

achieved primarily from a unitary solid metal housing 900.
A material having a high heat conductivity, e.g. Aluminum,
is used. A hollowed portion 900a is carved out in a shape and
depth to provide for the mounting and placement of device

components. A cover plate (not shown) of Solid metal Seals
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chamber.

AS previously mentioned, it was also determined that the
noise level can be reduced by removing dissolved gas from
the liquid prior to making spectrophotometric measure
ments. This was accomplished in the prototype experiments
by placing a glass bottle containing the liquid into an
ultraSonic cleaning unit for 5 min. In practice, both the
Solvent and the analytical Solution must be degassed.
C. Third Prototype Test-Unfiltered Solution of Nile Blue
The effect of particulates was tested by studying the
unfiltered liquids in a Standard commercial Silica cuvette.

to be made, one filter at a time. The Second preferred
embodiment is a unit capable of functioning when a range of
wavelengths is Scanned. To do this, the unit must accept the
light output of a monochrometer. Unmentioned features of
the first embodiment may be assumed to apply to the Second
embodiment, unless Specifically mentioned.
Thermal stabilization in the FIG. 9 embodiment is
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mized: (i) airborne dust, (ii) particulates Suspended in the
liquid and (iii) dissolved gases. A 0.2 um filter was used to

remove particulates Suspended in the liquid; thus the addi
tional noise may be due to dissolved gases in the liquids.
Noise attributable to airborne dust particles is not present in
this figure, because the experiment was carried out by
injecting the liquid directly into the cell without opening the

IV. A Second Preferred Embodiment Multiple Wavelength
Spectrophotometer
The aspects of the first embodiment concerning noise
reduction/increased Sensitivity are applicable to a wide
range of instruments. Not all examples will be provided
herein, as artisans will understand the general applicability
of the combined features of the first embodiment, as well as

and the “B” region is the -log Q measurement made with the
Nile Blue solution. The Absorbance, the quantity that is
proportional to the concentration of Nile Blue according to
the Beer-Lambert Law, is equal to the absolute difference
between the readings in the A and B regions. In FIG. 6, -log
Qo has been Subtracted from all data points So that the

bance of the 5x109M Nile Blue solution with 1.9 cm path

much lower than that shown in FIG. 7. Airborne dust

particles are introduced into the Sample chamber whenever
it is opened, e.g., to change the Slide. The reason for the
lesser noise is that the Sample is not a liquid, and thus, there
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the housing 900, which is insulated on all sides, including
the cover plate. Excellent mechanical Stability is also pro
vided by the unitary structure of the housing 900. The solid
unitary metal housing can provide thermal mass in a com
pact package, permitting a Smaller device than in the case of
the FIG. 1 embodiment. In FIG. 9, spacing between optical
components is exemplary, while the unitary housing permits
Shrinking the optical path length while Still attaining the
thermal stability of the invention. The thermal drift of an
experimental device according to the Second embodiment
was measured to be <0.0005 C/min.

Monochromatic light from a monochrometer is coupled
into the housing 900 through an optical fiber 901 and an
adapter 902 with an aperture 903. The beam 904 passes
through a collimating lens 905, and the collimated beam
strikes a beam splitter 907 at an angle of incidence of 45 to
produce a transmitted beam 909 and a reflected beam 908.
The beam 909 strikes a second beam splitter 910 at an angle
of incidence of 45 to produce a transmitted beam 911 and
a reflected beam 912. Beam splitter 910 is identical to 907.
The beam 911 becomes trapped in light trap 913. Similarly
the beam 908 strikes the third identical beam splitter 914 at
angle of incidence of 45, which produces a transmitted
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beam 915 and a reflected beam 916. The walls 900b are

the Source beam will be necessary, as with the application of
the invention to Atomic Absorption.

machined to precisely mount the splitters 907, 910 and 914
at the angle of incidence of 45. The beam 916 becomes
trapped in light trap 917. At this point, the two beams 912

B. HPLC Detector

Analysis of the effluent from a High Performance Liquid

Chromatograph (HPLC) is an exemplary ideal application

and 915 should be well matched (identical phase, intensity,
and polarization). This beam splitting arrangement obtains
the matched beams over a broad wavelength region from UV
to far IR. The beams then pass through focusing lenses 918
and 919, which focus the beams 920 and 921 at a sample cell
holder 922 and a reference cell holder 923. The beams,

refocused through lenses 924 and 925, enter detector hous
ings 928 and 929, where they strike the detectors 926 and
927. Splitters are preferably mounted on the wall structure
900b of the solid metal housing 900. Lenses are held in
holders mounted to the base plate. This provides thermal
conductivity and mechanical Stability. Another option is to
provide predefined slots as part of the hollowed portion
900a, e.g., in walls 900b to mount lenses. Beams reflected
from the detector Surfaces enter regions 930 and 931 of the
detector housing, where they are trapped. Detector photo
currents are transmitted through conductors 932 and 933
into detector circuitry 934, where they are processed to
produce voltage outputs 935.
The use of three beam splitters in the second preferred
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for our invention. Use of an incandescent light Source will
provide necessary flexibility in wavelength Selection, either
by use of filter or a monochrometer. The effluent liquid will
be directed through a heat eXchanger to Sufficiently Stabilize
the temperature to avoid thermal drift. HPLC flow rates can
range between 0.1 to 10 mL/min, but a typical flow rate is
2 mL/min, low enough that temperature Stabilization should
not be difficult. After temperature stabilization, the liquid
will enter the Sample cell. Use of noise canceling circuitry
will allow substantially lower levels of analytes to be
detected.

ratio should be used. Despite the loSS of light, the configu
ration has the great advantage that with three matched beam
Splitters, the two emergent beams will be of equal power at
all Wavelengths, i.e., Pos=Poog Rooz Toa and Po2=Poos

C. Airborne Particle Detector/Analyzer
Another exemplary application of the invention is for the
analysis of airborne particles. Airborne particles may be
analyzed, e.g., for weather Study, Scientific analysis and for
the detection of hazardous materials including biohazardous
materials. Biohazardous materials Such as anthrax Spores are
particularly dangerous as aerosols containing particles
within a specified range of particle sizes. When a human is
exposed to Such aerosols, infection may result, and if So,
within the incubation period of the disease he will generally
not exhibit symptoms. This has two unfortunate results.
First, he may inadvertently spread the disease, and Second,
he will not receive early treatment, which is critical. To help
protect against the Scenario described above, it is important
to be able to detect the presence of dangerous aerosols, and
to be able to do it as early as possible. Thus Something akin

Too, Roo, Where reflected fractions, Roo,-Roo-Roi and

to a “Smoke alarm' is desirable.

embodiment results in the loss of more than half the initial
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light power. The exact amount depends upon the beam
Splitter characteristics. To minimize the light loss, commer

cially available beam splitters with 50/50 (T/R) splitting

transmitted fractions, Too,-Too-To. The beams also have
equal polarization and phase at all wavelengths. This greatly
simplifies the problem of balancing the beams. Preliminary
measurements and calculations made by uS indicate that
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under realizable conditions (machining tolerances and com
mercial beam splitters), the beam powers will differ by much

less than 0.5% over the entire range of wavelength from UV

size distribution can be determined, which should be of
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to far IR, which is Sufficient to ensure Source noise cancel

lation to well below the shot noise limit. The preferred
detector circuit shown in FIG. 2B will function very well
with beams of identical power.
Mirror prisms, which are available commercially, could
be used in the Second preferred embodiment as an alterna
tive to use of the three beam splitter configuration. With a
mirror prism, a collimated light beam is divided by reflec
tions from the two-mirrored surfaces of the prism into two
beams of nominally equal power. The two beams diverge by
180 so that they must be redirected by reflections from two
additional mirrors to become parallel. Because of potential
Scattering of light by the apex, that region of the Mirror
Prism is usual shielded from the light beam. The power ratio
of the beams can be adjusted by moving the prism or with
appropriately placed apertures. However, based on our
experience, we believe that this configuration is more SuS
ceptible to thermal drift than is the three Beam Splitter
configuration.
V. Exemplary Additional Embodiments and Applications

importance as a baseline.
An instrument based upon the FIG. 1 or FIG. 9 prototype
should be able to detect airborne dust particles with cross

sectional areas down to order 1 um. Furthermore, the cross
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Sectional area of the particles can be calculated from the
height of the particle “noise' Spike, which makes this an
absolute method to determine particle size. There are two
factors that determine the lower limit of particle size detec
tivity. First is the background noise level. It will be neces
Sary to minimize noise to the greatest extent possible as has
been done in the first embodiment of the invention. It should

also be mentioned that to the extent that we can operate at
the shot noise limit, the relative noise level can be reduced

by using a more intense Source. This is because the relative

shot noise is proportional to (Source Power)'. Thus,
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because of its relatively high power, a laser Source will be
particularly useful for this purpose. Second is the croSS
Sectional area of the light beam as it traverses the Sample
cell. AS the beam is focused down to a Smaller size, the

60

A. Modulation

Two types of modulation are possible, Source beam ampli
tude modulation, with a chopper, and Source frequency
modulation. In general, neither type of modulation will be
used with our invention because chopping the beam will
provide little or no benefit and frequency modulation is
typically expensive. However, in Some instances chopping

It would be preferably if such a device could determine
the Size of the aeroSol particle. The particles are especially
dangerous when the sizes lie within a specific range. The air
should be continuously monitored and it should be possible
to detect Single particles. Over a period of time, the particle

amount of light blocked/Scattered by a particle of a given
size will increase, so that the height of the “noise' spike will
increase. The result is that the size detection limit will
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decrease. A laser is ideal in this respect because it can be
easily focused down to a very Small size. If sizes and
numbers of particles can be continuously monitored, distri
bution parameters can be used to define a normal back
ground. Departures from the background will signify a
potential threat.
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There is also the possibility of distinguishing between
biological and nonbiological particles in the detection analy
Sis. A light beam passing through airborne particles is
Scattered by both elastic (Rayleigh) and Raman processes.
The Rayleigh Scattering depends upon the croSS Section of
the particle; the larger the croSS Section, the greater the
fraction of light Scattered. The Scattering also depends upon
the nature of the particle, So that organic particles will have
different Scattering cross-section from inorganic particles of
the same size. One can readily detect the particle Rayleigh
Scattering, which is done by placing a detector on an axis
perpendicular to the incident beam, and at the same instant,
the particle size can be determined as described above. From
these data, the Scattered light power normalized by the
absolute particle croSS Sectional area can be determined. On
this basis, the biological/nonbiological differentiation can be
made. The Raman Scattering can also be detected and used
to make a biological/nonbiological decision. It will be
necessary to determine the Specific Raman bands to monitor.
By use of the specific data available, the following should be
determinable: 1. Particle size distribution parameters; 2.
Rayleigh Scattering intensity normalized by the absolute
croSS Sectional area; and 3. Intensity of one or more Raman

22
two detectors will be amplified by the difference amplifier
(212 in FIG. 2) so that the signal from airborne particulates
can be detected. In addition, with this configuration, the
interference arising from background Scattering by air mol
ecules will be cancelled.
A second set of detectors mounted on the cells 1019 and
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bands. From this information it can be determined when

there is a high probability of a potential biohazard (presence
of pathogen).
An exemplary preferred embodiment for this specific
application is shown in FIG. 10. The third embodiment is
Similar to the Second embodiment, having a Solid housing
1000 with hollowed portion 1000a shaped for component
placement and wall structure 1000b for beam splitter
mounting, and possessing the Superior optical Stability fea
tures of the Second preferred embodiment. Referring now to
FIG. 10, a laser 1001 acts as the light source and is held by
a mount 1002. Laser light passes through a beam expander
1003 and an aperture 1004. A beam 1005 strikes a beam
splitter 1006 and is split into two beams. A transmitted beam
1007 strikes a beam splitter 1009 and a reflected beam 1008
strikes a beam splitter 1013. A transmitted beam 1011 and
reflected beam 1014 are trapped in light traps 1012 and
1016, respectively. Beams 1010 and 1015 pass through
lenses 1018 and 1017, respectively. The lenses focus the
beams in one dimension at the center of quartz cells 1019
and 1020. Open sections 1021 and 1022 allow air passage
through the instrument. Light beams emerge from both cells
and strike detectors 1023 and 1024 mounted on housings
1025 and 1026. The housings are equipped with light traps
1027 and 1028 to trap light reflected from the detector
surfaces. Scattered light produced in cell 1019 strikes detec
tors 1034 and 1038, and scattered light produced in cell 1020

been shown and described, it should be understood that other
25

Various features of the invention are set forth in the
What is claimed is:
35
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The open sections 1021 and 1022 are oriented such that
air can pass through cells 1019 and 1020 along axes per
pendicular to the axes of the transmitted and Scattered light.
55

slit, which is oriented perpendicular to the air-flow axis, So
that particles passing through the cell move acroSS the long
axis of the slit. Cell 1019 serves as a sample cell and the cell
60

2.
One of the two detectors mounted on the cell 1019 will be

used to detect Rayleigh Scattering from the monitored air
sample. A similar detector mounted on the cell 1020 will be
used to detect the background Rayleigh Scattering from the
reference air Sample. This may be provided from a normal
air standard. The difference in the photocurrents from these

1. A spectrophotometer, comprising:
a Sealed housing lacking an internal light Source;
a reference cell mounted in Said housing,
a Sample cell mounted in Said housing;
an optical System within the housing to deliver an exter
nally generated light beam through at least two paths,
one path passing through the reference cell and another
through Said Sample cell;
a reference light detector for detecting light passing
through the reference cell;
a Sample light detector for detecting light passing through
the Sample cell;
a light guide for delivering the externally generated light
beam into Said optical System from a light Source
external to Said Sealed housing.
2. The Spectrophotometer of claim 1, further comprising
a Sealed mount mounting Said light guide to Said housing.
3. The spectrophotometer of claim 1, further comprising:
a light Source external to Said housing and optically
coupled to Said light guide.
4. The Spectrophotometer according to claim 1, further
comprising a wavelength filter optically coupled to Said light
guide.
5. The Spectrophotometer according to claim 4, wherein
said wavelength filter comprises an ultraviolet cutoff filter
and an infrared cutoff filter.

1020 Serves as a reference cell, So that Laser noise cancel

lation can be done with the type of circuitry shown in FIG.

modifications, Substitutions, and alternatives are apparent to
one of ordinary skill in the art. Such modifications, Substi
tutions and alternatives can be made without departing from
the spirit and scope of the invention, which should be
determined from the appended claims.
appended claims.

Strikes detectors 1032 and 1036.

The croSS Section of the focused beam in the cell is a narrow

1020 will be used to monitor Raman scattering. The Raman
detectors will be fitted with interference filters of appropriate
wavelength. The difference in photocurrents from Sample
and Reference detectors will be amplified by a second
difference amplifier configured in the same way as that used
above to detect the Rayleigh Scattering. If required, the cell
may be fitted with multiple Raman detectors, all on axes
perpendicular to the laser beam. Currents from the detectors
will be used to determine the particle sizes and Scattered
light powers as described above by use of the detector/
analyzer Circuitry 1031. When abnormalities are detected,
various warning outputs from this unit can be given. AS an
example, a local alarm 1041 may be given. Data also might
be sent to a local Computer 1042 for logging and analysis.
AS an additional potential use of the data, the data/alarm
may be sent to a national bio-defense network 1043.
While various embodiments of the present invention have
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6. The Spectrophotometer of claim 1, wherein Said light
guide comprises an optical fiber.
7. The Spectrophotometer of claim 6, further comprising
means for reducing polarization dependence of light from
Said light guide.
8. The spectrophotometer of claim 7, wherein said means
for reducing polarization dependence comprises a holo
graphic diffuser.
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9. The spectrophotometer according to claim 7, further
comprising a dielectric beam splitter for splitting the exter
nally generated light beam into Separate Sample and refer
ence beams emergent on the two paths.
10. A spectrophotometer comprising:
a housing;
a reference cell mounted in Said housing,
a Sample cell mounted in Said housing;
an optical System within the housing to split a light beam
into reference and Sample beams and deliver reference
and Sample beams respectively along one path passing
through the reference cell and another path through Said
Sample cell;
a reference light detector for detecting light passing
through the reference cell;
a Sample light detector for detecting light passing through
the Sample cell; and
a detector circuit receiving a reference current from Said
reference light detector and a Sample current from Said
Sample light detector, Said detector circuit producing a
difference Voltage proportional to the difference
between the reference current and the Sample current
by a current mode Subtraction at a Summing point
having feedback to balance Said reference current and
Said Sample current to produce a difference current that
is then converted to the difference Voltage,
Said detector circuit Simultaneously producing the differ
ence Voltage and at least one of a Voltage proportional
to Said reference current and a Voltage proportional to
Said Sample current.
11. The spectrophotometer according to claim 10, further
comprising passive thermal Stabilization means for promot
ing internal thermal equilibrium.
12. The spectrophotometer of claim 11, wherein said
passive thermal Stabilization means comprise means for
promoting internal heat transfer and insulation from Sur
rounding environment.
13. The Spectrophotometer according to claim 12,
wherein Said means for promoting comprise internal com
ponents having a large thermal capacity.
14. The Spectrophotometer according to claim 13,
wherein Said means for promoting include a Solid metal base
plate.
15. The Spectrophotometer according to claim 14,
wherein Said means for promoting comprises bulky metal
optical mounts directly attached to Said Solid metal base.
16. The Spectrophotometer according to claim 11, wherein
Said passive thermal Stabilization means is Said housing,
which comprises a Solid unitary metal housing for mounting
and placement of Said reference cell, Said Sample cell, Said
optical System, Said reference light detector, Said Sample
light detector and Said detector circuit.
17. The spectrophotometer according to claim 16, further
comprising slots in Said Solid unitary metal housing for
holding components of Said optical System.
18. The Spectrophotometer according to claim 16,
wherein Said Solid unitary metal housing comprises alumi

5
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wherein Said Small fraction of Said Smaller one of Said

Sample and Said reference current is an amount to produce
25

an approximate 10 or less imbalance between said sample

current and Said reference.

25. The Spectrophotometer according to claim 23,
wherein Said one of Said Small fraction of Said Sample
current and Said reference current is less than approximately
1% of Said Smaller one of Said Sample current and Said
reference current.

26. The Spectrophotometer according to claim 23,
wherein Said Small fraction of Said Smaller one of Said
35

Sample current and Said reference current slightly amplifies
Said Smaller one of Said Sample current and Said reference
Current.

40

45

50

55

U.

19. The spectrophotometer according to claim 18, further
comprising insulation around Said aluminum.
20. A spectrophotometer comprising:
means for obtaining a reference current and a Sample
current respectively proportional to power of light
passed through a reference and power of light passed
through a Sample;
a detector circuit receiving Said reference current and Said
Sample current, Said detector circuit producing a dif
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ference Voltage proportional to the difference between
the reference current and the Sample current by a
current mode Subtraction to produce a difference cur
rent that is then converted to the difference Voltage; and
Said detector circuit Simultaneously producing the differ
ence Voltage and at least one of a Voltage proportional
to Said reference current and a voltage proportional to
Said Sample current.
21. The spectrophotometer according to claim 20, further
comprising a Switch to Select one of Said Voltage propor
tional to the reference current and Voltage proportional to the
Sample current.
22. The Spectrophotometer according to claim 20,
wherein Said reference current and Said Sample current are
Subtracted at an input to a difference amplifier, Said differ
ence amplifier then producing the difference Voltage.
23. The Spectrophotometer according to claim 22,
wherein Said detector circuit further comprises a feedback
loop to feed a Small fraction of a Smaller one of Said Sample
current and Said reference current to Said input to Said
difference amplifier.
24. The Spectrophotometer according to claim 23,
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27. A spectrophotometer comprising:
a housing:
a reference cell mounted in Said housing,
a Sample cell mounted in Said housing;
an optical System within the housing to split a light beam
into reference and Sample beams and deliver reference
and Sample beams respectively along one path passing
through the reference cell and another path through Said
Sample cell;
a reference light detector for detecting light passing
through the reference cell, Said reference light detector
mounted in a reference detector housing that Sets Said
reference light detector at an angle that is not perpen
dicular to Said reference beam;

a Sample light detector for detecting light passing through
the Sample cell, Said Sample light detector mounted in
a Sample detector housing that Sets Said Sample light
detector at an angle that is not perpendicular to Said
Sample beam; and
a detector circuit receiving a reference current from Said
reference light detector and a Sample current from Said
Sample light detector and producing an output indicat
ing a difference between Said Sample beam and Said
reference beam.
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28. The spectrophotometer according to claim 27, further
comprising:
light traps in each of Said Sample detector housing and
Said reference detector housing to trap light reflected
from Said Sample detector and Said reference detector,
respectively.
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29. The spectrophotometer according to claim 27,
wherein Said housing comprises a Solid unitary metal hous
ing having a hollowed portion shaped to provide for mount
ing and placement of Said reference cell, Said Sample cell,
Said optical System, Said reference light detector, and Said
Sample light detector.
30. The spectrophotometer according to claim 29, further
comprising slots in Said Solid unitary metal housing for
holding components of Said optical System.
31. The spectrophotometer according to claim 30,
wherein Said Solid unitary metal housing comprises Alumi

34. The spectrophotometer according to claim 33,
wherein Said thermally conductive body comprises a Sub
stantially solid metal block.
35. A spectrophotometer, comprising:
a Substantially Solid thermal conductive housing;
a hollow portion in Said housing defining light commu
nication paths and component locations,
a light entry aperture in optical communication with Said
hollow portion;
a collimating lens in optical communication with Said
light entry aperture;
a first beam Splitter in optical communication with Said
collimating lens,
a Second beam splitter in optical communication with a
transmissive side of Said first beam splitter;
a third beam splitter in optical communication with a
reflective side of said first beam splitter;
a reference cell and detection System in optical commu
nication with one of Said Second and third beam split

1O
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32. A spectrophotometer comprising:
a housing;
a reference cell mounted in Said housing,
a Sample cell mounted in Said housing;
an optical System within the housing to split a light beam
into reference and Sample beams and deliver reference
and Sample beams respectively along one path passing
through the reference cell and another path through Said
Sample cell;
a reference light detector for detecting light passing
through the reference cell;
a Sample light detector for detecting light passing through
the Sample cell; wherein
Said Sample cell comprises a liquid Sample cell having
a filtered liquid inlet,
a liquid outlet;
a drain controlling Said liquid outlet
a filtered vent to maintain pressure equilibrium;
Sample beam exit and entrance ports,
an interaction region, and
Sealed windows permitting Said Sample beam to pass
through liquid in Said interaction region.
33. The Spectrophotometer according to claim 32,
wherein Said housing is thermally conductive and insulated
from outside environment and Said Sample cell comprises a
thermally conductive body connected directly to Said hous
Ing.
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ters, and

a Sample cell and detection System in optical communi
25

35

cation with the other of said second and third beam

Splitters.
36. The spectrophotometer according to claim 35,
wherein Said reference and Said Sample cell and detection
Systems are in optical communication with a reflective side
of Said Second beam Splitter and a transmissive Side of Said
third beam splitter.
37. The spectrophotometer according to claim 36, further
comprising light traps formed as part of said hollow portion
and disposed to trap light transmitted from the Second beam
splitter and reflected light from said third beam splitter.
38. The spectrophotometer according to claim 37, further
comprising additional light traps to trap reflected light from
Said reference and Sample cell and detection Systems.

